



仪　 器　 仪　 表　 学　 报
Chinese Journal o f Scientific Instr ument
Vo l. 27 No. 5




















1( S tate K ey L aboratory f or P hys ical Chemistry of S olid S ur f aces, Depar tment of
Materials S cience and Eng ineer ing, X iamen Univ er sity , X iamen 361005, China)
2(Depar tment of Chemistry , X iamen Univ er sity , X iamen 361005, China)
Abstract　 Measurement of hystersis in f erroelect rics is very import ant in determinat ion of their physical
parameters and material performance. T he main method which is current ly available in hys tersis measurement is
oscilloscope. How ever, th is t ype of method cannot correct , process and analyse the dat a measured. In order t o
overcome these porblems , a hyst eresis measuring syst em w as based on L abV IEW 7. 1 Express virt ual
inst rumentation. T he data input , dat a processing, and dat a connect ion as w ell as the combined w ork in mult iple
languag es of the syst em w ere int roduced. T he new desig n of measuring sys tem was carried out and the
preliminary experiment al result s w ere obt ained.






的商业化仪器(如: 铁电仪、示波器等) 来实现的, 但是
仪器的功能的固定不变给使用者带来许多不便。
虚拟仪器概念最早是由美国国家仪器公司






























所示, 其中虚框部分是铁电材料的等效电路, Cx i为线
性感应等效电容,R x 为铁电材料的漏电导及损耗等效
电阻, C xs为与自发极化反转相对应的非线性等效电
容。为了有效消除C xi和R x 对电滞回线的影响,该电路
有两点要求: ( 1)标准电容器的容量C 0 Cx ,这样外加
电压几乎全加在示波器X 轴上,而电容C0 两端的电压













数据采集卡, LabV IEW 提供的DAQ 模块又不能使用,
这就使得所编写的程序无法识别到数据采集卡。为了
解决这个问题,国内学者针对不同的采集要求提出了








线测量的需要:首先,它采用 4k 字节 FIFO, 因此支持
高速连续采集; 其次, 它可以进行 8 路无相差同时采
样。但是 AC6115 并非 LabVIEW 所兼容的数据采集
卡,为了实现在该编程环境下应用这种数据采集卡,作
者通过 LabVIEW 所提供的调用库函数 ( CL F)来调用
一个动态链接库文件( DLL 文件) , 实现软件对硬件接
口的访问获取硬件上的数字信号,以下将介绍这种方
法的实现步骤:
( 1) 建立 CLF 节点。在 L abVIEW 应用程序的
Diagram 下需要调用动态链接库处添加 call library
funct ion node节点;
( 2)配置CL F 节点。双击CLF 节点图标,在弹出的
对话框中进行配置。其中在“library name or path”中
选择 DL L 文件的路径;在“f unct ion name”中键入欲调
用的函数名;根据DL L 中函数的调用接口添加输入输
出参数;
( 3) 连接 CLF 节点。在 L abVIEW 应用程序的
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2. 3　软件设计
2. 3. 1　软件结构
电滞回线测试软件利用 NI 最新的 L abVIEW 7


























0. 8mm。试 验时 首 先 用 美国 EG & G 公 司 的
Potent iost at/ Galvanos tat Model 263A (恒电流/恒电





度P s、矫顽强度E c等参数,测试信号的频率为 50Hz 的
正弦波, 最大电压为 1000V ; 同时利用美国 Radiant









PLZT ( mV) 5 10 15
等效电容( pF) 141 144 143
等效电容( M ) 128 119 134
　　由于漏电导产生的是椭圆叠加效应而线感应电容
产生的是线性叠加效应,故当它们存在的时候所测得
的电滞回线两端呈圆头状并且趋于平卧如图 4( a) 所
示,这样在进行测量时就很难得到本征电滞回线。根据
电阻补偿原理, 选择适当的 C0 和R 0 使得 C0R 0 = CxRx
时,就可以有效地消除漏电导和线性感应电容对电滞
回线的影响。因此,根据交流阻抗所得到的结果,选择




















P c( t) = P o ( t ) -
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